High-throughput sectioning and optical imaging of tissue samples using traditional immunohistochemical techniques can be costly and inaccessible in resource-limited areas. We demonstrate three-dimensional (3D) imaging and phenotyping in optically transparent tissue using lens-free holographic on-chip microscopy as a low-cost, simple, and highthroughput alternative to conventional approaches. The tissue sample is passively cleared using a simplified CLARITY method and stained using 3,3′-diaminobenzidine to target cells of interest, enabling bright-field optical imaging and 3D sectioning of thick samples. The lens-free computational microscope uses pixel super-resolution and multi-height phase recovery algorithms to digitally refocus throughout the cleared tissue and obtain a 3D stack of complex-valued images of the sample, containing both phase and amplitude information. We optimized the tissue-clearing and imaging system by finding the optimal illumination wavelength, tissue thickness, sample preparation parameters, and the number of heights of the lens-free image acquisition and implemented a sparsity-based denoising algorithm to maximize the imaging volume and minimize the amount of the acquired data while also preserving the contrast-tonoise ratio of the reconstructed images. As a proof of concept, we achieved 3D imaging of neurons in a 200-mm-thick cleared mouse brain tissue over a wide field of view of 20.5 mm 2 . The lens-free microscope also achieved more than an order-of-magnitude reduction in raw data compared to a conventional scanning optical microscope imaging the same sample volume. Being low cost, simple, high-throughput, and data-efficient, we believe that this CLARITY-enabled computational tissue imaging technique could find numerous applications in biomedical diagnosis and research in low-resource settings.
INTRODUCTION
Chronic diseases such as cancer are increasing in the developing world (1, 2) . To accurately diagnose and treat these diseases, tissue biopsies are necessary and widely considered among the gold standard techniques. However, in many developing countries, limited access to the infrastructure needed to process tissue biopsies can create delays and inaccuracies in diagnosis and thus increase the incidence of more advanced disease (3) . The current gold standard diagnostic methods (for example, tissue biopsy and histopathological analysis) require tissue preparation facilities and complex procedures. The high cost of equipment and the lack of trained health care professionals may result in delays in diagnosis. Although technological advances have allowed for physicians to remotely access medical data to perform diagnosis, there still remains an urgent need for reliable and inexpensive means for disease identification, particularly in low-resource settings, for pathology, biomedical research, and related applications.
The CLARITY technique offers a unique method for whole-tissue biopsies to be labeled and imaged without the need for serial sectioning (4) (5) (6) . This technique preserves spatial relationships and tissue microstructures by forming a tissue-hydrogel hybrid with increased permeability for deep optical interrogation, which can be useful for three-dimensional (3D) mapping and identification of rare markers (4, 7) . The simplified CLARITY method (SCM) (8) creates optically transparent tissue with proteins and nucleic acids intact using an easy-to-follow protocol without the need for any additional equipment. On the basis of the passive CLARITY technique (9) , SCM forms a hydrogel matrix throughout the tissue with the polymerization of acrylamide to maintain tissue integrity (8, 9) . The light scattering due to endogenous lipids within the tissue is then passively eliminated using an inexpensive detergent solution, and the intact tissue can be specifically labeled for multiple markers of interest.
Fluorescent microscopy has been typically used to image CLARITY samples, because most tissue-clearing methods have been developed for labeling using fluorescent probes (10) (11) (12) (13) . However, many laboratories in resource-limited settings have little or no access to high-cost microscopy equipment and filter sets required for fluorescence imaging. Colorimetric staining (8) serves as an alternative and cost-effective method of specific labeling that is compatible with bright-field 3D imaging modalities, also enabling the use of portable imaging devices. In addition, it allows for the specimen to be imaged repeatedly without any degradation in quality, whereas photobleaching and signal fading may occur in a fluorescently stained sample (14) .
Lens-free holographic on-chip microscopy can be an ideal complementary technique to enable colorimetric phenotyping of cleared tissue using SCM in low-resource settings (15) (16) (17) (18) (19) (20) (21) (22) (23) (24) (25) (26) (27) . Eliminating lenses and other complex optical components, lens-free microscopy takes advantage of state-of-the-art consumer-grade image sensors with small pixel size and large pixel counts to offer phase and amplitude imaging over a wide field of view (FOV) (for example, >20 mm 2 ) and depth of field (for example, >0.5 mm) with submicron resolution, and the capability to computationally provide 3D sectioning of samples using a compact and cost-effective setup. As an alternative to lens-free imaging, 3D holographic microscopy of samples using lens-based designs has also been demonstrated, although over a smaller imaging volume due to the limited FOV of microscope objective lenses (28) (29) (30) (31) (32) (33) . Our lens-free on-chip microscope design (see Fig. 1A ) works in the bright-field transmission mode, where the sample is illuminated by a partially coherent light source, with a large illumination aperture that is placed 5 to 10 cm above the sample (z 1 distance), and the holographic shadow of the sample is captured by the image sensor chip positioned in close proximity to the sample (z 2 distance < 1 to 2 mm). The light that is scattered by the sample volume interferes with the unscattered light, forming the sample's in-line hologram (34) (35) (36) (37) (38) (39) (40) . For highly scattering and/or absorbing samples such as uncleared tissue, the sample needs to be sectioned into thin slices, typically under 10 mm, to be successfully imaged in the transmission mode (24) (25) (26) . If the sample is too thick, the photons that are transmitted will likely have undergone multiple random scattering events along their path, causing loss of useful information and a reduction in signal-to-noise ratio. The CLARITY process greatly reduces this unwanted scattering and absorption by removing most lipids while maintaining proteins and nucleic acids intact, thus increasing the effective imaging depth (that is, the sample thickness that can be reconstructed/imaged).
Here, we demonstrate lens-free 3D imaging of SCM-prepared tissue samples stained with 3,3′-diaminobenzidine (DAB), which reduces the cost and complexity associated with traditional CLARITY techniques, while also introducing portability. To maximize the volume of the imaged tissue by our on-chip microscope and minimize the amount of acquired data while also preserving a good contrast-tonoise ratio (CNR) in our images, we optimized the illumination wavelength, tissue thickness, pH of the staining solution, and the number of heights used in lens-free on-chip image acquisition. Furthermore, we exploited the natural sparsity of the holographically reconstructed images to effectively remove image artifacts resulting from random scattering of the background and the interference from out-of-focus cells. On the basis of these optimizations, we achieved 3D holographic imaging of a 200-mm-thick section of mouse brain tissue over an FOV of 20.5 mm 2 using parvalbumin, a common protein found in a subset of neurons, as the target marker. We also confirmed that the holographically reconstructed sections of the brain tissue agree well with the images acquired using a high-end scanning optical microscope. Moreover, to image the same 3D tissue volume, the lens-free microscope acquires 21 times fewer number of raw images (corresponding to~11 times less image data) and can be over two orders of magnitude faster compared to a conventional scanning optical microscope that images the same sample volume. With the advantages of being low cost, simple, high-throughput, and data-efficient, this SCM-enabled computational tissue imaging method can potentially be used for disease diagnosis and biomedical research in resource-limited environments. 
RESULTS

Optimization of the illumination wavelength
Here, because we used a single dye for staining the target cells, it is sufficient to use only one illumination wavelength, which reduces the amount of data to be processed and stored. To identify the ideal illumination wavelength in our experiments, we performed CNR optimization as a function of the illumination wavelength using a 50-mm-thick tissue sample (refer to Materials and Methods). We defined CNR as
where S denotes the average of the reconstructed image amplitude, s denotes the SD of the amplitude, and subscripts c and b denote the stained cell of interest and its local background, respectively. Because the stained cells absorb more light, we expect that S b > S c for a transmission imaging system. For this CNR analysis and illumination wavelength optimization, the boundaries of 12 distinct neurons (see fig. S1B ) were manually drawn to define the spatial support of the cells. The background region for each cell was defined locally as the region that was within 20 pixels from each cell's boundary and at least 5 pixels away from the boundary ( fig. S1A ). The CNR for each cell was calculated using its own spatial support and its local background to reduce the effect of global intensity variations in the image. The average CNR of all the cells at each illumination wavelength is shown in fig. S1C . We observe that CNR is almost a unimodal function of wavelength, and its peak occurs at around 470 nm, based on which we selected our illumination wavelength to be 470 nm. To better understand this observation, we compared the CNR-wavelength plot with the absorption spectrum of DAB reported in the literature (41) , which confirmed that the shapes of these two functions agree very well and that the DAB absorption spectrum also reaches its peak at approximately 470 nm.
Increasing the thickness of the 3D-imaged tissue The CLARITY process greatly reduces the background scattering and absorption of the tissue, resulting in clearer images of the cells. However, there is still nonspecific staining of the background and random refractive index variations within the sample that will scatter the photons and distort the optical wavefront, resulting in an increased background noise and a reduced image quality at larger tissue thicknesses. We experimentally investigated the effect of the increased tissue thickness on our lensfree reconstruction quality, where 50-, 100-, and 200-mm-thick tissue samples, after clearing, were imaged using the lens-free on-chip microscope, and the CNRs of a number of cells were measured for each reconstructed image. These samples were all prepared under a pH of 7.4. On the basis of the number of cells that were available in the reconstructed FOVs, we randomly chose 12 cells from the 50-mm-thick tissue, 11 cells from the 100-mm-thick tissue, and 19 cells from the 200-mm-thick tissue, which were randomly scattered within the tissue thickness with no bias toward the top or bottom of the tissue section. The closest vertical distances (z 2 ) from the cells to the image sensor plane in these three samples were as follows:~820,~680, and~890 mm, which were measured by digital backpropagation and autofocusing. Some of these pseudocolored cell images (a random subset of nine cells for each thickness) are shown in Fig. 2 (D to F) , and their mean CNR values are reported in Fig. 2G , with the error bars representing the SEM. As expected, Fig. 2G reveals that CNR drops as the thickness of the tissue increases. At 200-mm tissue thickness, a mean CNR of 2.83 is obtained. We expect the CNR to further decrease if thicker tissue samples are imaged. Because larger tissue thicknesses also result in a longer clearing time, which is less desirable for point of care and related medical applications, we chose 200 mm as the maximum tissue thickness that we imaged using the technique reported here. Future work will focus on further improving the tissue thickness with more rapid clearing methods and less background staining.
Optimization of pH for tissue staining
Decreasing the pH of the staining solution slows the reaction between the horseradish peroxidase (HRP) enzyme and the DAB substrate, which, in turn, results in less production of the insoluble brown precipitate (42) . Consequently, this reduces the amount of the reaction product that may diffuse out and nonspecifically bind to the tissue. A lower pH may also eliminate any endogenous peroxidase and pseudoperoxidase activity because these are known to react with the DAB substrate and are present at varying levels in all tissue types (43) . However, this may also cause a loss of sensitivity in the specific staining of the parvalbumin neurons.
In an attempt to search for the optimum condition that lowers the background staining and increases CNR, we prepared 200-mm-thick tissue samples, stained using four different pH values (6.7, 6.9, 7.1, and 7.4), where 16, 22, 27, and 19 cells were randomly chosen within the reconstructed lens-free images to calculate the CNR for each pH value. A random subset of 10 reconstructed cells for each pH value is shown in Fig. 3A , and the mean CNR values calculated from all the cells are plotted in Fig. 3B . On the basis of these experiments, an optimal CNR of 2.92 was achieved at a pH value of 7.1, which can be considered as a "sweet spot," where the amount of nonspecific background staining is reduced, whereas the sensitivity due to the specific staining of the parvalbumin neurons is not largely compromised.
Optimization of the number of heights in lens-free on-chip imaging and sparsity-based image denoising The number of heights used in our multi-height phase recovery method directly increases the amount of data that is acquired. A larger number of heights also lead to a longer image reconstruction time. Therefore, a reduction in the number of heights would reduce the overall imaging time and the data storage burden. Toward this goal, we evaluated the average CNR of the reconstructed neurons as a function of the number of heights that is used in our reconstruction process. Furthermore, for a given number of heights, we also implemented a sparsity-based image denoising algorithm to improve the CNR of the reconstructed cell images (see Materials and Methods for details).
In this analysis, lens-free images at eight heights were captured for a 200-mm-thick cleared mouse brain tissue that is stained under a pH value of 7.1 (the same sample as in Fig. 3A , pH 7.1). The vertical separation between these heights was~15 mm. Within this acquired lens-free holographic image data, we chose subsets of N heights from all the measurements (N = 2, 3, 4, 6, and 8) and performed lens-free reconstructions for these images. To illustrate this process, three sample cells are shown in Fig. 4 (A and B) to visualize the impact of the number of heights (N) and the sparsity-based denoising on the quality of the reconstructed images. Average CNR values corresponding to 27 randomly selected cells are also plotted as a function of N in Fig. 4C . Figure 4 (A and B) shows that, by implementing a sparsity-based denoising step, speckle-and interferencerelated image noise that results from random background scattering from the hydrogel structure and out-of-focus cells is effectively reduced without significantly affecting the image quality. As a result, the average CNR value with sparsity-based denoising is significantly improved for each N as illustrated in Fig. 4C . We also observed that as N exceeds three, the CNR improvement is differential. Therefore, to minimize the data acquisition and the reconstruction time while also preserving the image quality, we have chosen to use N = 3 and the sparsity-based denoising method in our experiments that will be reported next.
3D imaging of cleared mouse brain tissue
On the basis of the optimized parameters discussed in the previous subsections, we present here the 3D imaging results of a 200-mm-thick cleared tissue of the mouse brain. The same sample is also imaged using an automated scanning microscope (IX83, Olympus Corp.) with a 20× objective lens [numerical aperture (NA) = 0.75] by z-scanning with a step size of 1 mm in air. The full FOV of the lens-free on-chip microscope (20.5 mm 2 ) is >70 times larger than a 20× objective's FOV (0.274 mm 2 ), as shown in Fig. 5A . In Fig. 5B , we show the minimum intensity projection (MIP) image of the lens-free reconstructed z-stack (pseudocolored and zoomed in over a smaller FOV), where each image in the stack corresponds to the lens-free reconstruction that is digitally refocused to a different z distance/depth within the sample volume. The same figure also shows the MIP of the z-stack of an automated scanning microscope for comparison, where the scanning range (computational for the lens-free microscope and mechanical for the scanning microscope) spans~387 mm, encompassing the entire cleared tissue thickness with some extra volume on each side. As desired, the MIP images from both modalities show consistent cell distributions in the x and y directions. A total of 19 distinct cells in this sample region were digitally refocused and shown in Fig. 5C , with the lens-free images shown on top of the corresponding 20× objective-based microscope comparison images, which provide a decent match to each other.
We also compared the lens-free z-stack for the same 200-mm-thick cleared tissue side-by-side to the z-stack obtained by the scanning optical microscope (see movie S1). This video confirms that, in addition to its FOV advantage discussed earlier, the lens-free microscope has a much larger depth of field because a single reconstructed holographic image (after phase recovery) can be used to visualize a z range of ≥200 mm, assuming that shadowing of objects does not occur within the sample volume, as is the case with this cleared brain tissue.
DISCUSSION
Data efficiency
A comparison between the number of images that is required by the lens-free on-chip microscope and a conventional scanning bright-field optical microscope [20× (NA = 0.5)] to image the same sample volume demonstrates the advantage of the 3D imaging capability of lens-free on-chip microscopy. An objective of 20× (NA = 0.5) is specifically chosen for this comparison to approximately match the resolution of the presented lens-free microscope (26) . To image a 20.5-mm 2 FOV spanning a depth of~200 mm in the z direction, our lens-free on-chip microscope used 3 × 36 × 3 = 324 raw lens-free holograms, where the first "3" represents three different hologram exposure times and "36" represents 6 × 6 pixel super-resolution (PSR), which could have been reduced to 3 × 3 = 9 using a monochrome image sensor (see Materials and Methods for implementation details of PSR). The second "3" represents N = 3 heights for multi-height phase recovery. In order for a conventional scanning optical microscope to image the same volume, assuming a typical 10% overlap between lateral scans for digital image alignment and stitching,~92 images are needed to cover the same 20.5-mm 2 FOV. As for the number of axial scans, we assume that the z-step size should be no more than the depth of field of the objective lens, and assuming n = 1.46, l = 470 nm, and NA = 0.5, at least~73 axial steps would be needed to cover a tissue thickness of 200 mm using a scanning optical microscope with a 20× objective lens (44, 45) . This number of axial steps would increase proportional to the square of the numerical aperture of the objective lens that is used, and therefore, higher NA objectives would need to scan a much larger number of axial planes within the sample volume. Combining these lateral and axial scans, to create a 3D image of this sample volume, one would require at least 92 × 73 = 6716 images using a scanning optical microscope, which is~21 and~84 times more than the number of images required by a lens-free on-chip microscope using a color (RGB) and monochrome image sensor chip, respectively. Also note that there is typically natural warping and tilting of cleared tissue samples, and as a result of this, the required z-scanning range for a 200-mm-thick sample can be much larger than 200 mm. Therefore, the calculated number of images for a typical scanning optical microscope (that is, 6716) is a conservative lower bound. On the other hand, this warping and tilting effect will not result in more captured images for the lens-free on-chip microscope, which is another important advantage of its holographic operation principle. (A and B) Sample lens-free images of three randomly selected cells as the number of heights varies from 2 to 8, before and after applying the sparsity constraint, respectively. (C) Average CNR calculated using the reconstructed lens-free images of 27 cells plotted against the number of heights, before (black curve) and after (red curve) applying the sparsity constraint. Error bars represent the SEM. Using the sparsity constraint significantly improves the CNR of the lens-free images.
Our lens-free microscope's image sensor captures 10-bit raw images and stores each image as a 16-bit raw format binary file. Therefore, after high-dynamic range (HDR) (see Materials and Methods) synthesis using three image exposures, the effective bit depth is 14, which can still be stored inside a single 16-bit binary file. Because the HDR process can be easily performed during the data acquisition process, only a total of 36 × 3 = 108 raw images, each having 16.4 megapixels and 16 bits per pixel, need to be stored before the image reconstruction step, resulting in approximately 3.5 gigabytes (GB) of data for the entire sample volume (~0.2 mm × 20. 5 mm 2 ). On the other hand, the scanning optical microscope that we used for comparison in this work stores 24-bit TIFF files, each having a size of~5.87 megabytes (MB), resulting in a total of 39.4 GB of captured data, which is~11 times larger than the lens-free microscope data size required for imaging of the same sample volume (see Table 1 ).
Image acquisition and data processing times Using a color (RGB) CMOS imager chip with a relatively low-speed USB 2.0 imaging board, acquisition of 324 raw holograms (3 exposures per lateral position, 36 lateral positions per height, and N = 3 heights) would typically take~30 min. This can be significantly improved by using monochrome and higher-speed image sensors and faster data interfaces such as USB 3.1 (10 Gbit/s) and solid-state drives (~500 MB/s write speed). These improvements would permit reaching the maximum frame rate of the imager chip, which, in our case, is~15 frames per second, and the entire image acquisition time can be reduced tõ 21.6 s for 324 raw holograms. As for the image computation time, we used CUDA to speed up the full FOV (20.5 mm 2 ) image reconstruction algorithm (see Materials and Methods for details). Table 1 also presents the timing of different stages of the CUDA routine during the sample reconstruction. Using a single GPU (Nvidia Tesla K20c, released in November 2012), the full FOV was reconstructed in 257.4 s. This total time currently does not include HDR processing and 3D z-stack rendering for the final display of the results. HDR has a very low computational burden and can be easily performed during the image acquisition process. The 3D stack rendering mainly involves digital propagation and denoising, which can be efficiently implemented on the GPU. The adoption of GPUs in our computational imaging system will not result in an increase in the overall cost, as nowadays consumer-grade GPUs provide high performance at a low cost. For example, a standard gaming GPU (for example, Nvidia GeForce GTX 1060) can deliver similar performance compared to the GPU that we used in this work, costing no more than $200. A laptop computer equipped with such a GPU can be bought at approximately $1000, which is expected to significantly reduce in a matter of 1 to 2 years. This entire image processing routine can be further accelerated by using a GPU cluster. As an example, a GPU cluster that has 12 GPUs will provide a~12× speedup (the data communication overhead is almost negligible with high-throughput communication standards such as InfiniBand), resulting in only~21 s for the entire image reconstruction process. By using more recent generations of high-performance GPUs, the image processing time can be reduced even further. As a consequence, the total image/data acquisition and processing time, combined, for an ideally designed lens-free on-chip microscope can be lower than~40 s.
In comparison to a lens-free on-chip microscope, it would take more than 5075 s (that is, 84.6 min) for a scanning optical microscope using a 20× objective lens to capture the same volume using 92 × 73 = 6716 raw images, as detailed earlier. This calculation is based on scanning a z-stack of 73 images that takes 55.16 s on average, with, for example, the microscope that we used in this work. Ignoring the additional time required for lateral translation of the sample, this time is multiplied by 92, the number of lateral scans to match the FOV, yielding a total imaging time of at least 84.6 min. This estimate, in addition to lateral translation time, also ignores the computational step that is required for digital stitching of the acquired set of images together and therefore should be considered as a conservative estimate. As a result, lens-free microscopy is estimated to be more than two orders of magnitude faster than a typical lens-based scanning optical microscope in terms of the image acquisition time.
Limitations and future work
Demonstrating that optically cleared tissue samples can be imaged in 3D with a high-throughput on-chip microscope, this work serves as a proof of concept for the CLARITY technique to be merged with computational microscopy tools that can reduce the cost of inspection of tissue samples and diagnosis as well as improve access to 3D tissue imaging and related research even in resource-constrained settings. However, we would like to also mention a few limitations of this research and the current state of our results.
Unlike confocal microscopy, holography, in general, is not a 3D tomographic imaging modality and can suffer from shadowing and other spatial artifacts due to absorption and/or phase aberrations within a 3D sample. For 3D tomographic imaging using holography, different layers/sections of a sample volume will need to experience, at least approximately, the same illumination wavefront that is only phase-shifted due to wave propagation inside the sample volume. Stated differently, any significant complex-valued refractive index modulation within the sample volume will result in illumination of the subsequent layers of the sample volume with distorted wavefronts that suffer from unknown phase and amplitude variations compared to previous layers. This is similar to a "chicken and egg" problem, because understanding of these wavefront aberrations within the sample volume is possible by the measurement of 3D complex refractive index values of the sample, which remain unknown, that is, to be imaged and measured/inferred. There are various assumptions and simplifications that can make this problem more approachable, including, for example, weakly scattering and absorbing sample assumption, which can be easier to satisfy especially when the sample is sparse (46, 47) . The imaged samples in this work partially satisfy these constraints, because we used optical tissue clearing and the colorimetrically labeled cells within the sample volume were sparse in 3D.
The tissue-clearing and staining protocol presented here can be further optimized to reduce background scattering and reduce tissue processing times, which can enable imaging even thicker tissues using this technique. Recently emerging deep learning-based holographic image reconstruction methods (48) that improve suppression of image artifacts using neural networks can also be used to further increase the tissue thickness that can be imaged. Furthermore, protocols for multiplexed staining need to be established and optimized, where different cells/ structures will be specifically stained with different dyes. This will enable the imaging of multiple cell types in the same tissue sample by performing ) image reconstruction routine implemented in CUDA using an Nvidia Tesla K20c graphics processing unit (GPU) (released in November 2012). This total computation time can be further improved by more than an order of magnitude by using a GPU cluster.
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lens-free imaging at different illumination wavelengths, depending on the dye spectra. This will also enable identification of structures of interest, such as visualization of cell nuclei using counterstaining, which is a routine technique in standard histopathological practice. We used mouse brain tissue as a proof of concept in this paper because it has been well established across various CLARITY techniques. This made it easier for us to optimize both the clearing and staining for this specific application, because we were able to identify whether the optical clearing or the staining process needed to be altered to produce a good holographic image. However, optical tissue clearing has been used on many different types of tissue samples, from whole mouse hearts to unsectioned tumor tissues (8, 9) . Future work will explore modification and optimization of the presented approach for other tissue types.
Finally, the CLARITY method is relatively new and protocols have not yet been fully established for disease diagnosis facilitated by optical tissue clearing. Therefore, as a further step, future efforts will be needed to clinically validate the feasibility of using the presented method for disease diagnosis and pathological investigation of human tissue, which is an emerging field of current research (9, (49) (50) (51) .
MATERIALS AND METHODS
Tissue clearing
Whole mouse brains were harvested according to the University of California, Los Angeles (UCLA) Institutional Animal Care and Use Committee (IACUC) guidelines, and all experimental procedures were approved by the IACUC. Mice were anesthetized with pentobarbital and perfused transcardially with saline followed by 4% paraformaldehyde in 1× phosphate-buffered saline (PBS). Brains were removed, postfixed overnight at 4°C, and embedded in 3% Bacto agar. Free-floating coronal sections (50, 100, and 200 mm) were collected using a vibratome (Leica Microsystems). Alternatively, the 200-mm thickness can be manually cut using a razor blade with spacers to reduce equipment complexity.
The tissue sections were incubated overnight at 4°C in a 4% acrylamide solution (Bio-Rad) containing 0.5% (w/v) of the photoinitiator 2,2′-azobis[2-(2-imidazolin-2-yl)propane]dihydrochloride (VA-044) (Wako Chemicals Inc.). Polymerization of the acrylamide was then initiated by incubation at 37°C for 3 hours with gentle shaking. After rinsing with 1× PBS, the tissue sections were placed into a clearing solution containing 8% (w/v) SDS (Sigma-Aldrich) and 1.25% (w/v) boric acid (Fisher) (pH 8.5) and incubated at 37°C with gentle shaking until cleared. Residual SDS was removed with a 24-hour 1× PBS wash.
Tissue sections were placed in a RIMS for long-term storage and for imaging of the stained samples. To prepare RIMS, 40 g of Histodenz (Sigma) was dissolved in 30 ml of 0.02 M phosphate buffer (Sigma) with 0.05% (w/v) sodium azide (Sigma). The pH was adjusted using NaOH. The solution was syringe-filtered through a 0.2-mm pore filter and stored at room temperature.
DAB staining
The cleared mouse brain sections were incubated in 200 ml of diluted rat monoclonal anti-mouse parvalbumin primary antibody (ImmunoStar) and washed with 1× PBS for 24 hours. A secondary incubation was done in 200 ml of diluted goat monoclonal anti-rat antibody conjugated with HRP enzyme (Pierce Antibodies, Thermo Fisher Scientific) for 48 hours with a following 24-hour 1× PBS wash. Both primary and secondary antibodies were diluted 1:200 (v/v) with a blocking solution composed of 1% (v/v) normal goat serum and 0.1% (v/v) Tween 20 in PBS. All incubation steps were performed with rotation at room temperature.
The chromogenic staining solution was formulated with 250 ml of 1% (w/v) DAB tetrahydrochloride (Sigma), 250 ml of 0.3% hydrogen peroxide solution (Sigma), and 4.5 ml of deionized water. The solution was then adjusted to the appropriate pH using NaOH. The tissue sections were placed in the staining solution for 3 min and washed with 1× PBS to remove any excess DAB solution.
Slide mounting
The cleared and stained tissue was loaded into a sealed chamber filled with RIMS to be imaged by the lens-free on-chip microscope. The sample chamber is illustrated in Fig. 1A . A piece of PDMS sheet with dimensions of~18 mm × 18 mm and a thickness of~1 mm with a square hole of~10 mm × 10 mm in the middle was placed on one end of a piece of glass slide. The cleared tissue was placed at the center, and RIMS was pipetted into the chamber to ensure that it was filled entirely. A piece of No. 1 coverslip was placed on the top of the chamber. Finally, epoxy was applied to all the edges of the chamber as sealant.
Lens-free on-chip imaging setup and image acquisition
The lens-free imaging setup is illustrated in Fig. 1A . A single-mode optical fiber-coupled broadband light source (WhiteLase Micro, Fianium Ltd.) was used as a partially coherent illumination source with a spectral bandwidth of~2.5 nm. Similarly, a light-emitting diode (LED) with a thin-film filter at the optimal illumination wavelength could also be used as a source (16, 52, 53) . Below the light source, a piece of cleared tissue sample loaded in a custom-made chamber (see the previous subsection for details) was mounted on a 3D positioning stage (NanoMax 606, Thorlabs Inc.) and positioned on top of a CMOS image sensor chip (IMX081, 1.12-mm pixel size, 16.4 megapixels, Sony Corp.). Before starting the lens-free image acquisition, we manually adjusted the positioning stage so that there was minimal gap between the image sensor and the sample slide based on visual inspection. During the image acquisition process, the positioning stage moved the sample in x, y, and z directions to enable PSR and multi-height-based phase recovery. These two functions (PSR and multi-height phase recovery) can also be implemented using a field-portable system, as demonstrated in our former work (16, 52) . The entire setup was controlled using a custom-written LabVIEW interface. The acquired holographic images were raw format images, as shown in Fig. 1B (step 1) .
Multiple hologram exposures to extend dynamic range An HDR imaging technique was used to avoid under-or overexposure of the acquired holograms. Three images were taken sequentially with exposure times of t, 4t, and 16t, where t was adjusted (for example, 10 to 20 ms) so that there were no saturated pixels at the shortest exposure time. An HDR image was then synthesized from these three images by replacing the saturated pixels of the longer-exposure image by the unsaturated shorter-exposure image pixels, digitally scaled to the same exposure time.
PSR algorithm
To reduce pixelation-related spatial artifacts due to the finite pixel size of the image sensor and to improve the spatial resolution of the reconstructed images, multiple subpixel shifted holograms were recorded and digitally combined into a "pixel super-resolved" hologram (16, 18-20, 22, 23, 25, 26, 52-54) . The x-y motors in the positioning stage were programmed to shift the sample on a regular grid with a grid size of 0.37 mm in the x-y plane, equal to a third of the image sensor pixel pitch. In an alternative configuration, source shifting could also be used to induce subpixel-level shifts at the hologram plane, which can also be achieved using an array of LEDs, without the need for any mechanical motion, as demonstrated in our former work (16, 52, 53) . Although the increased sample thickness could pose challenges due to different levels of subpixel shifts encountered for different depths in the sample, illumination source shifting is still a viable solution for less thick samples (55) . For thick samples, where illumination source shifting or LED arraybased solutions face challenges, cost-effective piezoelectric actuators can also be used to deliver sample motion in the micrometer range. It is important to emphasize that the x and y translations need not be precise, because they are estimated accurately by a computational shift estimation algorithm after image acquisition (56) .
A 6 × 6 grid was used in order for one channel of the Bayer image sensor to cover the period of the Bayer pattern. The color channel (R, G, or B) that is the most sensitive to the illumination wavelength was used. In the case of the 470-nm illumination wavelength, it is the B channel that exhibits the best sensitivity. The resulting 6 × 6 = 36 raw holograms were synthesized into an optimal higher-resolution hologram in the maximum likelihood sense, using a computationally efficient optimization algorithm (26, 57) . One should note that if we were to use a monochrome image sensor with the same pixel pitch, only a 3 × 3 grid could replace the 6 × 6 scan. An example of the pixel super-resolved hologram is shown in Fig. 1B (step 2) .
Digital backpropagation using the angular spectrum method A digital backpropagation algorithm based on the angular spectrum method (58, 59) was used to digitally reverse light diffraction and obtain an in-focus image for any given sample depth. For this, the optical wavefront was first Fourier-transformed to the spatial frequency domain using a 2D fast Fourier transform (FFT). Then, it was multiplied with a quadratic phase function that was parameterized by the z distance and the wavelength and refractive index of space, and a frequency cutoff was applied to represent the free-space diffraction limit, that is, ignoring all the evanescent waves. Finally, another FFT operation transformed the complex wave back to the spatial domain to obtain the amplitude and phase of the resulting optical wave corresponding to a certain depth within the sample volume.
Autofocusing algorithm
An autofocusing algorithm was used to accurately find the sample-tosensor distance (z 2 ). Random dust particles on the measured lens-free hologram were used as targets for autofocusing. First, an area with dust particles far away from the cleared tissue sample was identified. The holographic pattern of a dust particle was characterized by a set of circular concentric rings and was easy to identify. Next, this part of the hologram was digitally propagated using the angular spectrum approach to a range of z distances, and a focus criterion [that is, the Tamura coefficient (60, 61)] was used to estimate the sample-to-sensor distance. For this, we used the golden section search algorithm (62) as our search method.
Multi-height phase recovery algorithm
To remove the twin image-related artifacts due to the loss of the phase information at the image sensor chip, we used a multi-height phase recovery algorithm, which iteratively solves for the phase of the optical wavefront from multiple intensity measurements at different sampleto-sensor distances (that is, heights), where the step size between adjacent heights is usually chosen to be 10 to 20 mm (16, 19, 26, (63) (64) (65) (66) . First, the PSR hologram at the first height was used as the initial guess of the optical wavefront, with zero initial phase. Then, it was digitally propagated to the last height, where its amplitude was averaged with the square root of the PSR hologram and its phase was kept. This process was repeated at each and every height from the last height toward the first height, which defines one iteration of the algorithm. This iterative process stopped after the normalized mean squared difference between consecutive iterations drops under, for example, 10
, which is usually achieved within 30 iterations. The result of this process was a complex optical wave, that is, a "phase-recovered" image, which can be digitally propagated (or refocused) to any distance/depth within the sample thickness.
The z translation in this work was enabled by a positioning stage. However, in an alternative, more cost-effective design, a custom-built linear stage can achieve the same functionality. Examples of such a design have been previously demonstrated (16, 52) , where a custom-designed manual z-stage was built from a lens tube and a threading adapter. These z translations need not be precise, because the z-shifts are accurately estimated by computational autofocusing after hologram capture (26) .
The number of heights in this multi-height-based phase recovery algorithm varied between two and eight (67) . More heights typically lead to better reconstruction quality because the random noise at each measurement is averaged out, but more heights also lead to longer image acquisition and computation time and a heavier data storage burden. Eight heights were used for the CNR optimization (Figs. 2 and 3 and fig. S1 ), and three heights were used for Fig. 5 . A comparison of the reconstruction quality with different numbers of heights is shown in Fig. 4 .
Acceleration of the image reconstruction using CUDA To speed up the data processing, the image reconstruction was implemented in CUDA C/C++ and run on a GPU server with an Nvidia Tesla K20c computation accelerator. Software libraries based on CUDA such as CUFFT, CUBLAS, and thrust provided by Nvidia were used. Because operations such as the digital backpropagation of optical waves involve FFT/inverse FFT (IFFT) pairs and these operations are repeated hundreds and even thousands of times, using the FFT/IFFT provided by CUFFT resulted in a significant speedup, which was measured to bẽ 60-fold faster compared to the MATLAB version of our code based on a central processing unit. Basic operations such as real/complex image arithmetic and downsampling/upsampling were all implemented through our own CUDA kernel functions.
The entire FOV (5.215 mm × 3.940 mm) of our on-chip microscope was digitally divided into 12 square tiles (4 columns and 3 rows), each measuring approximately 1.5 mm × 1.5 mm with some spatial overlap. PSR and multi-height phase recovery steps were done sequentially for each tile, and the reconstructed images were digitally stitched together at the end.
Sparsity-based image denoising using total variation regularization Total variation (TV) denoising (68) was applied on our reconstructed and refocused lens-free images to remove the noise resulting from out-of-plane interference and speckle, without significantly reducing the sharpness of the images. This was achieved by solving the following minimization problem 
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where I i,j is the (i,j)th element of I. Equation 2 was solved by applying the Chambolle's iterative method (69) using 50 iterations. Here, h = 4 was chosen to effectively remove noise while keeping the image details including cell boundaries and morphology. An example of the TVdenoised lens-free amplitude image is shown in Fig. 1B (step 4) .
Digital rendering of the lens-free reconstructed z-stack and pseudocoloring of the sample images The phase-recovered lens-free hologram was digitally propagated to a series of z distances to construct a depth-resolved image stack of the cleared tissue. The amplitudes of the backpropagated lens-free images were normalized and pseudocolored (22, 26, 52, 63, 70 ) to obtain a similar color compared to a regular bright-field microscope. In this pseudocoloring step, we assumed that the ratio between R, G, and B channels was constant. Thus, the amplitude of the holographic reconstruction for a given sample was used as the "B" channel of an RGB image, whereas the "R" and "G" channels were set to 3.44 and 2.01 times of the "B" channel, respectively. These ratios were empirically learned from a microscope image of an SCM-prepared mouse brain tissue (stained with DAB) by averaging the R/B and G/B channel ratios of the image. An example of the resulting lens-free z-stack is illustrated in Fig. 1B (step 5 ).
Hyperspectral lens-free imaging by wavelength scanning To optimize the illumination wavelength for SCM-prepared tissue samples, we used hyperspectral imaging (see Results and Discussion). At each position of the mechanical stage, a lens-free hologram was captured for each one of the 31 wavelengths ranging from 400 to 700 nm with a step size of 10 nm. In the processing step, PSR and multi-height phase recovery were performed individually for each wavelength, resulting in 31 lens-free reconstructed images at different wavelengths. After this optimization process, a single illumination wavelength (that is, 470 nm) was used for imaging of all the subsequent samples.
SUPPLEMENTARY MATERIALS
Supplementary material for this article is available at http://advances.sciencemag.org/cgi/ content/full/3/8/e1700553/DC1 fig. S1 . Illumination wavelength optimization using a 50-mm-thick tissue sample. movie S1. Side-by-side comparison of a lens-free 3D z-stack of a CLARITY-cleared, DAB-stained 200-mm-thick mouse brain tissue with that of a scanning optical microscope using a 20× objective lens (NA = 0.75).
